DIRECTIONS FOR USE

I |1. Open package 2. Place TraumaPad
P and remove into wound and use

TraumaPad. it to apply pressure

Keep the empty directly over bleeding

package. source. More than one
TraumaPad may
be required.

oMl 3. Continue to apply . Wrap and tie bandage
\ pressure for 3 minutes to maintain pressure.

or until bleeding stops. \’ Seek medical care
\ immediately. Show

PRODUCT REMOVAL

directions on package

to medical personnel.

PRODUCT REMOVAL: 1. Gently remove gauze from wound. 2. Thoroughly irrigate wound.
wl Manufactured by: FOR USE BY TRAINED EMERGENCY RESPONDERS

Z-Medica® LLC Do Not WARNINGS: For external use only. Sterility not
4 Fairfield Boulevard Reuse guaranteed if package is damaged or opened.

. " Discard package if damaged. Avoid contact
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